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CAN24 Configuration Quality Assurance Stability Check 30-May-2023, 11:34:54 [Success|

(LB T D ‘Spike Check 30-May-2023, 11:34:41 |Success
BC Image Check 30-May-2023, 11:30:25 |Success.

eport Fil Gradient Sensitivity Check 30-May-2023, 112916 |Success.

ssion

Sl Gradient Delay Check 30-May-2023, 11:28:44 Success

Tunelp Eddy Current Compensation Check 30-May-2023, 11:22:41 [Suiccess|

Coil QA Cross Term Compensation Check  30-May-2023, 1116:45 |Siccess|

Shim

. BC Power Losses Check 30-May-2023, 111619 |Success

Export Data Phantom Shim Check 30-May-2023, 111546 |Success

et Sy Gradient Regulator Check 30-May-2023, 111529 |Success
Cable Length Check 30-May-2023, 11:1517 |Success.

(I BC Tuning Check . 111501

s =

RX Gain Calibration Check 30-May-2023, 11:1419 |Success
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